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Startup

Syringe Setting 
Screen

Size selection 
screen

Volume Setting

1.	Turn on the main power

1.	Select syringe

1.	Select 2.5 mL Syringe.

1.	Set volume input [2]
1.	Touch [Run]

First screen 
after startup

Syringe 
Manufacturer 

selection screen

Flow Rate 
Setting screen

Screen during 
flow

1.	Click the yellow section right side next  
to “syringe”

1.	Select the manufacture input “Hamilton”

1.	Set flow rate input [1]
1.	Set unit select [µL/min]

ESP-36 Micro Syringe Pump Quick Start Guide 
Example: 1 µL/min with Hamilton Gas-Tight Syringe 2.5 mL
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ESP-36 Micro Syringe Pump Quick Start Guide 
How to flow at various rates with Hamilton Gas Tight  
Syringe 2.5 mL with Program Function
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Change flow mode

Touch “Run” to start flow

1.	Touch “Constant” and Select “Program”

At 1 µL/min

At 2 µL/min

At 10 µL/min (when pre-perfusion with Atmos LM)

Fast Forward (use this when a syringe was set)

1.	Select Program mode

1.	Touch “Select Program”

Select Desired Flow Rate

1.OUL: 1.0 µL/min with 2.5 mL Gas tight syringe
F.F.: Fast Forward
10UL: 10 µL/min with 2.5 mL Gas tight syringe
2.0UL: 2.0 µL/min with 2.5 mL Gas tight syringe

Change flow mode


