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Enzyme Column for the Analysis of Glutamate
E-ENZYMPAK

The EICOM E-ENZYMPAK is an immobilized enzyme column that contains 
glutamate oxidase. Conversion efficiency is 100% because of the large 
amount of immobilized enzyme.

Column Size Immobilized Enzyme Column

4.6 mm ø x 150 mm 3 mm ø x 4 mm

Instruction
1.	Before using this column, connect the separation column, EICOMPAK 

GU-GEL, and place a two-way joint where this enzyme column will go.

2.	Run mobile phase and turn on the detector. Wait for steady baseline.

3.	After the baseline is stable, remove the two-way joint and connect the 
enzyme column. DO NOT stop flushing with mobile phase.

4.	Wait for a steady baseline.

5.	Begin analysis by injecting a standard to check for appropriate peak 
area and retention time.

Storing
1.	Remove the enzyme column and replace with a 2-way union.

2.	Leave the enzyme column in mobile phase and store in refrigerator. DO 
NOT store in freezer.

Warning
Avoid using antiseptic and organic solvents such as methanol and 
acetonitrile because the enzyme will be inactivated. The pH range of the 
mobile phase is 5.5 to 7.5. 

Age
The activity of the enzyme will decline slowly. The use of old or dirty sample 
will accelerate the process. Although the column usually lasts for up to a 
year, the amount of mobile phase and number of samples that have been 
run will affect the lifetime.
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